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Marine sunphotometer measurements collected aboard the R�V Ronald H. Brown during the Aerosol
Characterization Experiment—Asia (ACE-Asia) are used to evaluate the ability of complementary instru-
mentation to obtain the best possible estimates of aerosol optical thickness and Ångstrom exponent from
ships at sea. A wide range of aerosol conditions, including clean maritime conditions and highly polluted
coastal environments, were encountered during the ACE-Asia cruise. The results of this study suggest that
shipboard hand-held sunphotometers and fast-rotating shadow-band radiometers (FRSRs) yield similar
measurements and uncertainties if proper measurement protocols are used and if the instruments are
properly calibrated. The automated FRSR has significantly better temporal resolution (2 min) than the
hand-held sunphotometers when standard measurement protocols are used, so it more faithfully represents
the variability of the local aerosol structure in polluted regions. Conversely, results suggest that the
hand-held sunphotometers may perform better in clean, maritime air masses for unknown reasons. Results
also show that the statistical distribution of the Ångstrom exponent measurements is different when the
distributions from hand-held sunphotometers are compared with those from the FRSR and that the
differences may arise from a combination of factors. © 2005 Optical Society of America
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1. Introduction

The radiation transfer properties of tropospheric
aerosols are one of the largest sources of uncertainty
in climate models.1 The uncertainty is particularly
acute over the world’s oceans because there is a lack

of in situ measurements of aerosol radiation transfer
characteristics and associated chemical properties. In
situ measurements are also required for evaluation of
satellite estimates of the spatial distribution and
radiation-transfer characteristics of the aerosols in
the marine atmosphere.2–7 The need for accurate sur-
veys of marine aerosol properties during the past
decade has stimulated rapid progress in overocean
sunphotometry, which is the subject of this paper.

Sunphotometers measure narrowband irradiance
from which two fundamental quantities can be de-
rived that describe the attenuating characteristics of
the turbid atmosphere: aerosol optical thickness ��

and the Ångström exponent,8 �. The former is a
coefficient that describes the reduction in the direct-
normal irradiance in a channel centered on wave-
length �, and the latter quantifies the wavelength
dependence of ��. The Ångström exponent8 used here
is a single-parameter version of the original two-
parameter formulation.9 Although Ångström vehe-
mently argues that a two-parameter formulation is
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necessary to represent observed complexity, it can be
shown that the wavelength-dependent parameter in
his two-parameter model is the dominant parameter.
Therefore we have chosen a single-parameter formu-
lation because it adequately represents the observa-
tions analyzed here and provides the simplest means
to present the data.

It is difficult to operate sunphotometers at sea be-
cause they are sensitive to platform motion. None-
theless, substantial progress has been made and new
instruments and techniques have emerged. These
include simple, commercially available hand-held
devices (the Microtops ozone monitor and sunpho-
tometer,10,11 more-sophisticated, research-grade
hand-held devices,12 and marine fast-rotating
shadow-band radiometers13,14 (FRSRs). All these
sunphotometers are passive and measure the nar-
rowband �� in 10-nm-wide channels scattered across
the visible–near-infrared spectrum. Additionally, the
FRSRs decompose the irradiance field into direct-
normal and diffuse components, which can be used to
retrieve additional information about the nature of
the aerosol.

Our purpose in this paper is to compare and eval-
uate the sunphotometers that are being used to
measure �� and � from ships at sea and to provide

guidance for the handling, processing, and interpre-
tation of these data. Sunphotometers and other in-
struments deployed aboard the R�V Ronald H.
Brown during the Aerosol Characterization
Experiment—Asia (ACE-Asia), which was con-
ducted in the vicinity of eastern Asia, are analyzed.
An estimate of the time series of �� and � for the
cruise period is computed by use of an unweighted
average of data from all the instruments used
aboard the ship. Previous measurements of the
aerosol optical thickness time series from the R�V
Ronald H. Brown during the ACE-Asia have been
published,15 but they were collected with a single
commercial hand-held sunphotometer. The mea-
surements presented here originate from multiple
independent platforms and have undergone strict
quality control and a dutiful, uncertainty analysis.
These ACE-Asia data demonstrate a wide range of
issues related to the use of over-ocean radiation and
aerosol measurements and provide an excellent me-
dium for instrument and technique evaluation.

2. Data Set

The R�V Ronald H. Brown left Hawaii on 15 March
2001 and traveled across the North Pacific Ocean at
approximately 30–35 N latitude [Fig. 1(a)]. The ship
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Fig. 1. Cruise trajectory of the R�V Ronald H. Brown during the ACE-Asia cruise. Latitudes and longitudes are indicated, and the cruise
trajectory is color coded according to the type of aerosol suggested by a trajectory analysis. The types of aerosol present are given in the
accompanying legend. (a) The complete cruise trajectory, (b) a close-up of the cruise trajectory in the vicinity of Japan.
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subsequently passed into the Philippine Sea, near the
southern tip of Japan, through the northern part of
the East China Sea, and into the Sea of Japan, where
it followed a complex trajectory [Fig. 1(b)]. During
periods when cloud conditions permitted, measure-
ments of �� and � were collected with two Microtops
sunphotometers, one Simbad and one advanced Sim-
bad (SimbadA) radiometer, and a FRSR, which are
described below. We used a total sky imager (TSI) to
obtain a visual assessment of the sky condition at the
time of the measurement. Based on backtrajecto-
ries,16 seven relatively distinct aerosol regimes were
encountered: marine, polluted, heavily polluted, pol-
luted and dusty, polluted and less dusty, moderately
polluted, and polluted but rainy [Figs. 1(a) and 1(b)].
Aerosol characterization on the basis of backtrajecto-
ries was not possible for a small portion of the cruise
trajectory. As the plot shows, generally polluted and
dusty conditions were encountered in the vicinity of
Japan, particularly in the Sea of Japan.

A. Sunphotometers

Each sunphotometer used on the R�V Ronald H.
Brown during the ACE-Asia arrives at an estimate of
the direct-normal irradiance by using a slightly dif-
ferent method, but all use the Langley technique to
determine the extraterrestrial irradiance that is used
to compute ��. The Simbad, SimbadA, and Microtops
are collimated radiometers with several narrow pass-
bands that are manually pointed toward the Sun to
measure the direct-normal component of solar irra-
diance. The FRSR determines the direct-normal ir-
radiance by subtracting an estimate of the diffuse
irradiance made by occulting the solar disk with a
mechanical arm from a measurement of the total
hemispheric irradiance.13,14 An adjustment is made
to account for the portion of the diffuse component
inadvertently occulted by the arm during the diffuse
measurement. A summary of the instruments used in
this study is given in Table 1.

The application of sunphotometry on a ship has the
special problem of ship motion. The ship has a peri-
odic rocking motion with a typical period of 5–15 s
and a mean tilt, which can be related to weight dis-
tribution, wind forcing, and the directional wave
field. It will change slowly over hours or days, or more

suddenly if the ship makes an abrupt direction
change. Rocking is typically �1º–5° on the R�V Ro-
nald H. Brown, whereas the mean tilt can be �1°–2°.
Each radiometric technique used to measure �� and �
on the ship during the ACE-Asia accommodates ship
motion in a different manner. The operator mechan-
ically stabilizes the hand-held devices, and the FRSR
compensates for ship motion by measuring platform
motion and compensating for it in postprocessing.

1. Hand-Held Instruments
Two Microtops hand-held sunphotometers were used
aboard the R�V Ronald H. Brown during the ACE-
Asia. They were manufactured by Solar Light, Inc.,
and operated by representatives from the NASA
Sensor Intercomparison and Merger for Biological
Oceanographic Studies (SIMBIOS) and the National
Oceanic and Atmospheric Administration’s Pacific
Marine Environmental Laboratory (NOAA-PMEL),
respectively. Complementing these instruments were
two research-grade hand-held sunphotometers (Sim-
bad and SimbadA) designed by the Laboratorie
d’Optique Atmospherique of the University of Lille,
France. Measurements are taken when the observer
deems the sky to be clear of clouds, and photons
captured by a collimator through a lens fall upon
photodiode detectors, which produce an electrical cur-
rent proportional to the radiant energy. There is a
visual targeting mechanism to enable the user to aim
the collimator manually in the direction of the solar
disk. For the Simbad, SimbadA, and Microtops in-
struments several measurements over a period of
seconds are collected to form a measurement. Uncer-
tainties for the Simbad and Simbada hand-held
units12 are estimated in the published literature to be
0.012–0.019, and uncertainties for the Microtops
units are thought to be similar.10,11

An important issue, especially in marine condi-
tions, is the sampling strategy. The normal measure-
ment sensitivity to the dexterity of the user is
compounded by ship motion, thereby influencing
measurement accuracy through sun-pointing er-
rors.10 Sun-pointing errors bias the measurements
toward higher values of ��A. Early deployments of
Microtops units on ships used the manufacturer-
supplied measurement protocol to determine ��A, but

Table 1. Sunphotometers Deployed on the R�V Ronald H. Brown during ACE-Asia

Instrument Center Wavelengths per Band �nm�, All Columns

Simbad #03a 443 490 560 670 870
SimbadA #02a 350 380 412 443 490 510 560 620 670 750 870
Microtops #3773b 440 500 675 870 936
Microtops #4080 380 440 500 675 870
FRSRc 410 500 615 680 870 940

aUncertainties for the Simbad and Simbada aerosol optical thickness values are estimated to be 0.012–0.019.11

bSIMBIOS project sunphotometers are calibrated on land by a cross calibration to Cimel sunphotometers maintained by the AERONET
project.20 The Cimel sunphotometers are calibrated by the Langley method at Mauna Loa. The uncertainty for the Microtops aerosol optical
thickness values made at sea is 0.025.10,11

cCalibration of this instrument is tied to satellite-measured extraterrestrial irradiance.14 The uncertainty of the aerosol optical thickness
values determined by the FRSR is 0.03.14
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later studies showed that this default protocol could
introduce significant uncertainty on a moving plat-
form. The SIMBIOS Microtops uses a specially de-
signed protocol and postprocessing algorithm to
remove this effect.17 The SIMBIOS Microtops mea-
surement protocol is to collect 20 samples over a 6-s
period and store the sample with the largest voltage,
which is used to compute ��A. After the experiment, a
postprocessing algorithm is used to further screen
measurements to remove sun-pointing errors. The
data are naturally grouped into discrete segments
that correspond to a period of several minutes. For
each sample period, one computes a coefficient of
variation (CoV) by dividing the standard deviation of
the measurement set by its mean. If the CoV is above
a threshold of 0.05, the highest value of ��A is removed
and the CoV recomputed. This iteration continues
until the CoV is less than the threshold or there are
not enough points with which to compute the stan-
dard deviation. Data are accepted only if the iteration
is successful in all measurement bands.

The SIMBIOS protocol was used for one Micro-
tops device during the ACE-Asia, although the
manufacturer-supplied protocol was supposed to be
used for the PMEL Microtops. The manufacturer-
supplied default protocol is to average the 4 lowest
��A samples of a set of 32. Unfortunately, the PMEL
Microtops unit was mistakenly set to average the
lowest 20 measurements of the 32, which appreciably
increased measurement uncertainty. A postprocess-
ing algorithm was employed to make the PMEL Mi-
crotops data consistent with the SIMBIOS protocol.
Measurements whose standard deviation in the 20
averaged samples exceeded the published uncer-
tainty of the SIMBIOS protocol18 (0.015) were re-
moved. Therefore, relatively few measurements from
the PMEL Microtops were available for analysis.

The Simbad and SimbadA protocol is conceptually
similar to the Microtops manufacturer-supplied pro-
tocol but with a higher sampling rate that makes
them less sensitive to platform motion. Each series of
Simbad and SimbadA ��A are collected during a 10-s
period at 10-Hz frequency, so 100 samples are col-
lected during the measurement period. One averages
the lowest sample values of ��A to determine ��A for
the 10-s measurement period. The higher sampling
frequency of the Simbad and SimbadA radiometers

increases the probability that samples will be col-
lected exclusively along the direct-normal solar vec-
tor.

The hand-held sunphotometers were calibrated be-
fore and after the ACE-Asia experiment. Two calibra-
tion methods were used: the Langley technique and a
calibration transfer procedure (Table 2). The Langley
technique measure’s direct-normal irradiance in
clear skies at various solar zenith angles and extrap-
olate in log space to predict the magnitude of the
signal at the top of the atmosphere. The Langley
technique requires exceptionally clear conditions
such as those encountered at sites such as the high-
altitude observatory at Mauna Loa, Hawaii. The
calibration transfer method uses concurrent mea-
surements from an uncalibrated sunphotometer and
adjusts them to be consistent with a calibrated in-
strument. Reference instruments used by the SIM-
BIOS project are sunphotometers calibrated at
Mauna Loa every three months.

2. Marine Fast-Rotating Shadow-Band
Radiometer
The marine FRSR used on the R�V Ronald H. Brown
used a seven-channel (one broadband, six 10-nm nar-
rowband) silicon-detector-based optical head and a
semicircular occulting arm.13 The FRSR was placed
aboard the ship approximately two months before the
beginning of the ACE-Asia campaign. The occulting
arm circumscribes a complete rotation centered on
the optical head, thereby occulting a band of the sky,
with a revisitation period of 6.5 s. The signals from all
seven optical channels are sampled rapidly, so the
shadow cast by the shadow band onto the detectors
can be recognized and recorded. Ship motion is com-
pensated for mathematically through careful ac-
counting of platform position.

We used the Langley technique to calibrate the
FRSR before and after the ACE-Asia because a cali-
bration could not be used at sea owing to uncertainty
in the platform orientation.13 Langley calibrations of
FRSRs on land generally provide values of the extra-
terrestrial irradiance that agree within 1–2% of a
specific published solar spectrum.14 We derived the
extraterrestrial irradiances to process FRSR data for
the ACE-Asia campaign by convolving the instru-
ment’s bandpass with a specific extraterrestrial solar

Table 2. Calibration Information for Hand-Held Radiometers Used in This Study

Photometer SN Date Calibration Technique Site
Principal Investigator’s

Name

Microtops #3773 20 September 2000 Cross calibration NASA�Goddard J. Welton�K. Knobelspiesse
06 July 2001 Cross calibration NASA�Goddard

Microtops #4080 Earlier cruise Langley–Bouguer Mauna Loa P. Quinn
Five months later Langley–Bouguer Mauna Loa

Simbad #03 30 December 2000 Langley–Bouguer Stephenson Peaka R. Frouin
28 June 2001 Langley–Bouguer Stephenson Peak

SimbadA #02 8 March 2001 Langley–Bouguer Stephenson Peak P.-Y. Deschamps
1 May 2001 Langley–Bouguer Stephenson Peak

aLocated in the Laguna Mountains, �100 km east of San Diego, altitude 1896 m, latitude 32.9, longitude �116.3.
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spectral irradiance, rather than through frequent
Langley analyses as would be the case on land. Be-
cause the FRSR is deployed for extended periods, the
instrument’s gain is continuously monitored by com-
parison of the broadband channel with more-stable
broadband measurements from a coincident Eppley
pyranometer mounted upon the FRSR platform. In-
strument gains are adjusted in postprocessing in an
attempt to maintain a calibration consistent with
the specified reference extraterrestrial irradiance,
though the data can always be adjusted to be con-
sistent with other published extraterrestrial irradi-
ances.19 Whereas this broadband adjustment tech-
nique is known to be slightly sensitive to the column-
integrated water vapor, drifts in the instrument gain
are easily identified because their signal does not
fluctuate like that of the integrated water vapor.

The FRSR differs from hand-held sunphotometers
because it collects data continuously. Because the
marine boundary layer is a particularly cloudy
environment, measurements of ��A are often contam-
inated by ��C, the optical thickness of clouds. In hand-
held sunphotometers, the operator filters clouds by
taking observations at times when the Sun’s disk is
completely visible. The FRSR collects data continu-
ously, which dictates that cloud contamination will
naturally be included in the data record because
there is no initial subjective filtering. Therefore an
automatic cloud-filtering algorithm is required.

The conceptual foundation of the FRSR cloud filter
is the different levels of variability observed in the
two signals, ��A � ��C and ��A. Broken cloud fields
show large variations in �� as clouds drift across the
solar disk. In contrast, ��A is reasonably constant over
periods of an hour or two owing to the time scales of
the physical processes that modulate changes in the
aerosol load. The filter is applied to a window that
comprises n � 11 consecutive values of ��t�, or equiv-
alently ��i�, where i is an incremental integer index.
Symbolically, the window is defined as ��t�i � 5�� →
��t�i � 5�� and ��i� is considered cloud free if these
three conditions are satisfied:

2.0 � �(i) � 0.005
� |t(i � 5) � t(i � 5)| � 2 hours

� 	�
window � 0.05 � |�(i) � 	�

window|. (1)

In relation (1), 
�
window and 
�

window are the arithmetic
mean and the standard deviation of the windowed
data, respectively, and Q signifies a logical AND. In
addition to this automated filtering technique, a
small percentage of the remaining data points are
manually filtered because cloud contamination is ob-
viously present. The efficacy of this cloud-filtering
algorithm is unknown, and it has not been quantita-
tively compared with other algorithms used in
operational systems, such as AERONET.20 Circum-
stantial evidence in the form of comparisons of the
filtered FRSR time series against Microtops data,
which are manually filtered by the instrument oper-

ator, suggests that it performs well under most cir-
cumstances.

The uncertainty in FRSR measurements has been
rigorously analyzed with data- and error-propagation
models.14 The uncertainty in ��A is approximately
0.03 at low zenith angles and 0.02 at high zenith
angles. This uncertainty can degrade to 0.04 at low
solar zenith angles if the gain of the instrument drifts
significantly over the duration of a deployment.

B. Total Sky Imager

It is often convenient to have a visual reference from
which to evaluate sky condition. A TSI provides con-
tinuous digitization of the hemispheric sky condition
and computes cloud amount for each image.21 The
TSI used on the R�V Ronald H. Brown during the
ACE-Asia was a modified version of the Model 880
device manufactured by Yankee Environmental Sys-
tems, Inc. For ship operation, a spherical dome con-
trol system that compensates for ship motion was
designed at Brookhaven National Laboratory. The
dome rotates in response to continuous information
about ship heading such that a black Velcro strip
always occludes the Sun. The TSI software produces
both images and a quantitative estimate of cloud frac-
tion for each minute of the day, although only the
visual images are used in this paper.

3. Sunphotometer Data-Quality Evaluations and
Comparisons

A key problem in the analysis of the aerosol optical
data collected during the ACE-Asia is arriving at an
estimate of the time series of ��A when it is being
measured by several instruments with different cal-
ibrations, spectral bandpasses, and complicated un-
certainties. A fundamental issue is the calculation of
�, often computed by use of only two spectral bands,
when the measurements of ��A from different instru-
ments have different spectral bandpasses. To circum-
vent this problem, we used a fit to all values of ��A to
compute �. As discussed below, however, this � fitting
technique produces uncertainty artifacts that must
be considered in this analysis. There is a fundamen-
tal disagreement in the value of ��A measured by the
Simbad and FRSR bands when the band center is
�440 nm, which has serious implications for the cal-
culation of �. Analysis of the FRSR data in the
410-nm band showed them to be noisy and of low
quality, consistent with the performance of this band
in other experiments. There are relatively fewer mea-
surements from SimbadA and PMEL Microtops (dis-
cussed below) than from the other instruments.
Therefore we excluded data from the �440-nm bands
to avoid introducing unknown biases that might re-
sult from occasional inclusion of data from �440 nm
from only two instruments in the calculation of �.

To form the necessary data set for a direct com-
parison of the measurements from the five instru-
ments we prescribe a 15-min window surrounding
the individual measurement from one instrument.
A search through the data set is performed to iden-
tify measurements from the other instruments
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(similar bands, within 10 nm) that fall within this
window. The temporally closest measurement
within the 15-min window is used as the compari-
son data point. Comparisons of �490–500A and � are
shown as scatterplots (Figs. 2–5). Although only
�490–500A scatterplots are shown, comparisons for
other channels’ values of ��A show similar relation-
ships when the instruments are compared (Table 3).
The PMEL Microtops data have been omitted from
the scatterplots because the number of comparison
data points after pointing uncertainties have been
filtered is 1–2 orders of magnitude lower than for
the other comparisons (these data are included in
the tabulated results).

The �490–500A scatterplots for the hand-held units
show data with relatively small scatter and points
that lie close to a line with a slope of 1 (Fig. 2).
Although the scatter is slightly larger, the agreement
in � for the hand-held units is also quite good, espe-
cially considering the larger uncertainty implicit in
measurements of �, particularly at low ��A (Fig. 3).
Whereas a multiband line fit was used to compute �
in this paper, one can demonstrate this source of
uncertainty by propagating the uncertainty in a sim-
ple two-wavelength calculation of �. This uncertainty
is expressed as


�
2 � [ln(�1��2)]

�2

Ç

Band Separation

[(
��1
���1)

2 � (
��2
���2)

2]
Ç

AOT

, (2)

where 
�
2 is the � uncertainty and AOT is the aerosol

optical thickness. Equation (2) is similar in form to
previously published versions.8,22 As indicated in Eq.
(2), 
�

2 is function of the solar zenith angle through its
dependence on 
��

2 and is proportional to the inverse
square of ��A (the AOT term), a characteristic that
contributes to scatter in the � comparisons. We illus-
trate this by plotting the ratio of � from each instru-
ment versus the average �490–500A for the two
instruments (Fig. 4). The Microtops–Simbad plot,
which is a particularly good example of this sunpho-
tometer’s uncertainty property, demonstrates in-
creased scatter in the � ratio when �490–500A becomes
small. Calculations of 
�

2 for various situations show
that 
�

2 ranges from 0.3 to 0.5 in extremely clean air
masses, depending on the solar zenith angle, to 0.01
to 0.03 in fairly polluted air masses.13 The same
sources of uncertainty in 
�

2 can influence values of

�

2 retrieved by satellite data with low values of ��A.22

Another issue in the � comparisons that is
not demonstrated by the two-wavelength error-
propagation calculation shown in Eq. (2) arises
from the use of a line fit to the ��A data to compute �.
The uncertainty in this method is sensitive to the
number of channels and to the distribution of chan-
nels across the visible and near-infrared spectra that
is used in the line fit. Ideally, comparisons of instru-
ments should be made by use of line fits based on the
same number of channels and approximately the
same channel locations across spectrum. Moreover,
the band-separation term in Eq. (2) shows that the

separation between the two bands contributes to un-
certainty. This sensitivity is exhibited when a line fit
is used.

The broader comparison of all channels (Table 3)
shows that, with few exceptions, the measurements
from the hand-held sunphotometers agree well across
all channels. Considering the most statistically sig-
nificant comparison (SIMBIOS Microtops and Sim-
bad, which have 663 measurement comparisons),
�89% of the ��A observations agree within published
uncertainties, correlation coefficients are large
��0.99�, biases range from 0 to �0.03, and the per-
cent root-mean-square (RMS) error is �10%. The per-
cent RMS error is relative to the average value of the
comparison points. Similarly, the comparisons of �
are encouraging even though larger errors are to be
expected because they represent the compounded er-
rors from the individual channels. Both Simbad and
SimbadA seem to compare less favorably with the
Microtops in the near-infrared channels in term of
percent RMS error for reasons that are not clear.
Comparisons between the hand-held units and the
FRSR are less encouraging, in general, which is to be
expected because the FRSR is deployed for long pe-
riods and is automated. The percent RMS uncertain-
ties are �15% in most cases, although correlation
coefficients remain large. The RMS uncertainties in
the comparisons reflect the published uncertainties of
the instruments, which suggest that their uncer-
tainty characteristics of the instruments are well
characterized.

The FRSR–hand-held comparison scatterplots
(Fig. 5) show systematic FRSR underestimation of
�490–500A when �490–500A � 0.5. This disagreement is
traced to difficulties with the shadow-band technique
as a result of enlargement in the solar aureole in
highly polluted air masses and is consistent across all
bands. Images from the TSI illustrate the two ex-
tremes in sky condition encountered during the
cruise: a clean, maritime air mass over the Northern
Pacific Ocean [Fig. 6(a)] and a highly polluted air
mass over the Sea of Japan [Fig. 6(b)]. The figure
shows extremely blue sky and modest whitening at
the horizon in the clean air mass. In contrast, in the
polluted air mass the horizon has a brownish color
and that the entire sky appears to be dull and whit-
ened. The reduction in total irradiance between the
two air masses is graphically illustrated by compar-
ison of the brightness of the ship’s superstructure in
the two images. The solar aureole, which is the
faintly colored luminous ring that surrounds the
Sun’s disk through the haze, is significantly larger
and brighter in the polluted air mass.

The enlarged solar aureole in highly polluted air
masses (and when thin cirrus is present) necessitated
an adjustment in the FRSR sweep-level processing.
This is so because the direct beam irradiance is com-
puted from the difference between the shadow irra-
diance and the edge irradiance, which is the
irradiance just before the occulting band reaches the
edge of the solar disk.13 When an air mass is clean
and the solar aureole is minimal, well-defined edge-
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shadow irradiances can be determined from the indi-
vidual sweeps within the 2-min data-collection
window [Fig. 6(a)]. The variability from sweep to
sweep is caused by ship motion and instrument re-
sponse.14 In contrast, the solar aureole is much less
defined in the polluted air mass [Fig. 6(b)]. This sit-
uation requires that a nonlinear, curve-fitting

Fig. 2. Comparison plots of ��A at the specified wavelength for the
hand-held marine sunphotometers. Each data point represents a
direct comparison between the two instruments during 15-min
windows, and the instruments are never more than 83.5 m apart.
The total number of comparison points is indicated beneath each
figure, along with the percentage that agreed within uncertainty:
(a) Simbad versus SimbadA 490-nm channels, (b) SimbadA
490-nm versus SIMBIOS Microtops 500-nm channels, (c) SIM-
BIOS Microtops 500-nm channel versus Simbad 490-nm channel.
AOT, aerosol optical thickness.

Fig. 3. Same as Fig. 2 but for �.
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Fig. 4. Comparison plots of the ratio of � for the instruments
listed on the y axis against the average ��A (490- and 500-nm center
wavelengths averaged together). Each data point represents a di-
rect comparison between the two instruments during 15-min win-
dows. The total number of comparison points is indicated beneath
each figure, along with the percentage that agreed within uncer-
tainty: (a) Simbad–SimbadA � ratio, (b) SimbadA–SIMBIOS Mic-
rotops � ratio, (c) SIMBIOS Microtops–Simbad � ratio.

Fig. 5. Comparison plots of ��A at the specified wavelength for the
FRSR and hand-held marine sunphotometers. Each data point
represents a direct comparison between the two instruments dur-
ing 15-min windows. The total number of comparison points is
indicated beneath each figure, along with the percentage that
agreed within uncertainty. (a) Simbad 490-nm versus FRSR
500-nm channel, (b) SIMBIOS Microtops 500-nm channel versus
FRSR 500-nm channel, (c) Simbad 490-nm channel versus FRSR
500-nm channel.
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Table 3. Statistical Summary of Instrument Intercomparisonsa

% Within
Error Corr. Coeff. Biasb RMS % RMS

MTNA to SMBD; number of points, 663
MTNA–SMBD–AOT440 89.6 0.9887 �0.0210 0.0330 8.7
MTNA–SMBD–AOT500 94.7 0.9912 �0.0051 0.0211 5.5
MTNA–SMBD–AOT670 94.1 0.9922 �0.0107 0.0199 7.3
MTNA–SMBD–AOT870 89.3 0.9875 �0.0096 0.0218 9.6
MTNA–SMBD–ANG 98.8 0.9204 �0.0335 0.1156

MTNO to MTNA; number of points, 10
MTNO–MTNA–AOT440 80.0 0.9985 0.0186 0.0213 4.3
MTNO–MTNA–AOT500 80.0 0.9963 0.0033 0.0151 2.6
MTNO–MTNA–AOT675 100.0 0.9988 0.0132 0.0151 4.8
MTNO–MTNA–AOT870 90.0 0.9980 0.0160 0.0182 7.7
MTNO–MTNA–ANG 100.0 0.9805 �0.0502 0.0697

MTNO to SMBD; number of points, 13
MTNO–SMBD–AOT440 84.6 0.9964 0.0216 0.0295 4.7
MTNO–SMBD–AOT500 69.2 0.9941 0.0238 0.0333 7.0
MTNO–SMBD–AOT670 69.2 0.9968 0.0245 0.0300 7.5
MTNO–SMBD–AOT870 38.5 0.9936 0.0339 0.0406 13.1
MTNO–SMBD–ANG 61.5 0.9646 �0.1046 0.1198

MTNO to SMBA; number of points, 8
MTNO–SMBA–AOT440 100.0 0.9975 0.0113 0.0178 3.3
MTNO–SMBA–AOT500 62.5 0.9971 0.0187 0.0282 7.7
MTNO–SMBA–AOT670 62.5 0.9967 0.0193 0.0234 7.9
MTNO–SMBA–AOT870 75.0 0.9905 0.0147 0.0230 7.5
MTNO–SMBA–ANG 100.0 0.9687 �0.0525 0.0685

SMBA to MTNA; number of points, 128
SMBA–MTNA–AOT440 89.1 0.9839 0.0134 0.0332 9.3
SMBA–MTNA–AOT500 89.1 0.9783 �0.0033 0.0325 9.6
SMBA–MTNA–AOT670 91.4 0.9665 0.0041 0.0348 12.7
SMBA–MTNA–AOT870 81.2 0.9497 0.0166 0.0433 21.3
SMBA–MTNA–ANG 96.9 0.9271 �0.0340 0.1199

SMBD to FRSR; number of points, 1102
SMBD–FRSR–AOT500 72.4 0.9851 0.0094 0.0455 17.4
SMBD–FRSR–AOT680 74.4 0.9878 �0.0246 0.0435 17.3
SMBD–FRSR–AOT870 87.4 0.9870 �0.0053 0.0330 14.7
SMBD–FRSR–ANG 66.0 0.6301 0.3412 0.4790

SMBA to SMBD; number of points, 162
SMBA–SMBD–AOT443 95.1 0.9903 �0.0079 0.0289 7.7
SMBA–SMBD–AOT490 95.1 0.9929 �0.0089 0.0242 7.2
SMBA–SMBD–AOT560 94.4 0.9941 �0.0083 0.0208 7.9
SMBA–SMBD–AOT670 83.3 0.9945 �0.0087 0.0192 8.3
SMBA–SMBD–AOT870 85.8 0.9944 0.0031 0.0163 8.7
SMBA–SMBD–ANG 98.8 0.9690 �0.0459 0.0921

SMBA to FRSR; number of points, 177
SMBA–FRSR–AOT410 52.5 0.9781 �0.0447 0.0610 21.0
SMBA–FRSR–AOT500 83.6 0.9875 0.0008 0.0317 11.8
SMBA–FRSR–AOT615 88.7 0.9890 0.0168 0.0309 14.9
SMBA–FRSR–AOT680 75.7 0.9903 �0.0313 0.0396 21.2
SMBA–FRSR–AOT870 92.7 0.9913 �0.0005 0.0201 11.7
SMBA–FRSR–ANG 75.1 0.4645 0.3355 0.5127

MTNO to FRSR; number of points, 16
MTNO–FRSR–AOT500 87.5 0.9962 0.0001 0.0316 8.1
MTNO–FRSR–AOT680 93.8 0.9976 �0.0189 0.0281 5.6
MTNO–FRSR–AOT870 100.0 0.9983 0.0039 0.0131 6.5
MTNO–FRSR–ANG 100.0 0.9803 0.0835 0.1057

MTNA to FRSR; number of points, 763
MTNA–FRSR–AOT500 69.9 0.9710 0.0174 0.0394 16.4
MTNA–FRSR–AOT680 79.7 0.9729 �0.0246 0.0384 20.0
MTNA–FRSR–AOT870 92.5 0.9738 �0.0044 0.0277 13.1
MTNA–FRSR–ANG 73.8 0.4425 0.3700 0.4838

aAbbreviations: MTNA, NASA Simbios Microtops; MTMO, PMEL Microtops; SMBD, Simbad; SMBA, SimbadA; ANG, Ångström
coefficient.

bBias, second instrument listed; first instrument listed for any pair of comparisons.
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scheme be employed to determine the edge irradi-
ance. Most importantly, the state of the sky as in-
ferred from individual sweep data from the FRSR
and visual evidence from the TSI clearly suggest that
multiple scattering cannot be ignored in this highly
polluted environment. Despite improvements in the
�490–500A shadow-band algorithm, this bias still exists,
though it is considerably smaller than the bias asso-
ciated with the algorithm used before this analysis.
Similar biases exist in the other channels, so caution
must be exercised when one is interpreting FRSR
measurements if �A � 0.5.

The FRSR � values and their associated uncertain-
ties as calculated by Eq. (2) agree more than 69% of
the time compared with those from Microtops and
more than 72% compared with those from Simbad
and SimbadA (Table 3), although the plots suggest
that the FRSR has a tendency to overestimate � (Fig.
7). The reason for this � overestimation tendency is
most likely a slight bias in the ��A measurements on
one end or the other of the visible spectrum. Infor-
mation presented in Table 4 suggests that the prob-
lem may lie in the short-wavelength end of the
spectrum �610–500 nm� and may involve sweep-level
processing caveats. This � overestimation tendency is
a subject of ongoing research, and further refinement
of the sweep-level processing may correct this prob-
lem. Plots of the ratio of � values of the various in-
struments (Fig. 8) suggest that FRSR discrepancies
are particularly acute in clean air masses ��490–500A

� 0.2�, although much of this apparent discrepancy is
due to the uncertainty characteristics of �, as dis-
cussed above. Even so, it is doubtful that the degra-
dation in the � comparisons is entirely due to the
uncertainty considerations in �. The reasons for this
� bias are not clear, though unknown caveats in the
sweep level processing may be partly responsible.

To summarize the composite results for each in-
strument versus all other instruments, a sample-
number-weighted average of the percent agreement
is computed (Table 4). From the matrix containing
the percent agreement for each instrument combina-
tion in each overlapping band (Table 3), a sample-
number-weighted average of the percent agreement
is calculated. This serves the purpose of identifying
suspect channels based on intrainstrument compar-
isons. The results show that there is excellent agree-
ment in ��A measurements collected with the hand-
held sunphotometers ��75%�, although weighted
average percent agreements are notably lower for the
SimbadA and the FRSR. Excluding the 410-nm chan-
nel, as discussed above, all instruments agree within
uncertainties of at least 72% of the time for ��A and
�70% for �. If the PMEL Microtops, which has a
small number of comparison points, is used and an
atypical measurement protocol is excluded, the com-
posite hand-held sunphotometer agreement rises to
�82%.

4. Creating a Time Series of ��A

To illustrate some of the basic caveats involved in
arriving at a best-estimate time series of ��A for the

ACE-Asia cruise data, two time series of the cloud-
filtered data from the various instruments collected
during two periods are analyzed (Fig. 9). The ship
was traversing clean maritime air during the first
day (29 March 2001) and a polluted continental air
mass during the second (9–10 April 2001). Inspection
of the time series of �500A [Figs. 9(a) and 9(b)] suggests
a larger variability in the FRSR data than in the
hand-held instruments in the clean air mass but no
systematic offset. In contrast, the FRSR measure-
ments of �500A are systematically lower in the polluted
air mass than the hand-held values. This offset is due
to a deficiency in the FRSR technique in highly pol-
luted air masses, as discussed above. There is con-
siderable variability in the measurements of � in the
clean air mass and excellent agreement in the pol-
luted air mass. Considering the known uncertainties
in measurements of �, which are of the order of 0.6 in
a clean maritime air mass,14 the measurements
shown in the clean air mass on 29 March, despite
their spread, actually agree within uncertainties. Ev-
idence presented above suggests that agreement
within uncertainties does not always occur (Fig. 8).

These two days are indicative of the nature of the
multiple-instrument time series through the range of
conditions encountered aboard the R�V Ronald H.
Brown during the ACE-Asia and on many other
cruises. How to produce a best estimate is a complex
issue for many reasons. Ideally, a weighted average
could be formed by use of weights that are formulated
on the basis of measurement uncertainty. Although
the estimated accuracy of the hand-held sunphotom-
eters is 0.012–0.019, it is nearly impossible to com-
plete a rigorous uncertainty evaluation because the
sun-pointing errors likely depend on a complicated
relationship among observer dexterity, the size of the
ship, and the state of the sea. Notwithstanding, the
FRSR uncertainty is probably more accurately
known than the uncertainties of the hand-held sun-
photometers, and it is not impossible that the uncer-
tainty of the hand-held sun photometers would be
more like that of the FRSR if the sun-pointing errors
could be rigorously quantified. Another important
characteristic of the uncertainty that is not consid-
ered in our analysis (even in the rigorous FRSR anal-
ysis) is the effect of averaging on the random-noise
element of the measurements. Orientation error,
whether it be mechanical or human-induced, is likely
to be random and therefore subject to the rules of
signal processing. The signal-to-noise ratio of a signal
containing white noise is increased by a factor of n�0.5,
where n is the number of independent samples that
are averaged. This mathematical characteristic of
noise produces two additional complications: (1) one
needs to know what constitutes an independent sam-
ple and (2) the FRSR collects at least an order of
magnitude more samples than the hand-held sun-
photometers. Sample independence is almost cer-
tainly a function of the sea state and could be
determined by calculation of the autocorrelation
function, but it would be difficult to compute this
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function for a real deployment on a ship for which the
motion is sensitive only not to the sea state but also
to the ship’s moment of inertia. Thus it is not easy to

Fig. 6. (a) Time series of voltage counts from the FRSR for each
sweep that passed quality control during a 2-min sampling window.
These individual sweeps are used to determine the direct-normal
irradiance. Red circles, voltages selected by the FRSR processing as
representative of the edge voltage.13,14 Visible sky images from the
TSI for one of the individual sweeps from (a) the Northern Pacific
Ocean in a clean air mass (��A � 0.08 at 500 nm) and (b) the polluted
air mass above the Sea of Japan (��A � 0.98 at 500 nm).

Fig. 7. Comparison plots of � at the specified wavelength for the
FRSR and the hand-held marine sunphotometers. Each data point
represents a direct comparison between the two instruments dur-
ing 15-min windows: FRSR versus (a) Simbad, (b) SIMBIOS Mic-
rotops, and (c) SimbadA.
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determine how much the signal-to-noise ratio is in-
creased by averaging, which further complicates the
uncertainty estimates for the sunphotometers used
in this study.

The issue of marine sunphotometer uncertainty is
sufficiently complex that an uncertainty-weighted
approach to producing a best estimate seems unten-
able at present. There is enough internal consistency
in the measurements, however, to suggest that one
can form daily averages and statistics of ��A and � by
combining the data from all five instruments with
equal weighting. This procedure produces a time se-
ries of the daily geometric mean, geometric standard
deviation, and extremes through the duration of the
experiment. The geometric mean, rather than the
arithmetic mean, is used because statistics of ��A from
long-term studies show a log normal distribution as
opposed to the normal distribution of �.23,24 The time
series are hereafter referred to as the averaged time
series of ��A or � (Fig. 10). A sampling issue is the
relatively large number of data points generated by
the FRSR relative to the hand-held sunphotometers,
whereupon the averaged time series is biased toward
the FRSR measurements. Results presented above
suggest this bias has little effect under most circum-
stances but may have a minor effect in highly pol-
luted conditions owing to the difficulties encountered
in the FRSR sweep processing.

The averaged time series quantifies a wide variety
of conditions, including exceptional pollution in
coastal areas (Figs. 2 and 10). Aerosols are being
sampled by a ship moving in a trajectory that is in-
dependent of wind flow and are therefore encounter-
ing mesoscale features such as limiting streamlines
in the wind field. Such streamlines can lead to sharp
aerosol distribution gradients, which occurred in this
case during the latter, highly polluted portion of the
cruise. Days with smaller values of ��A show low vari-
ability, whereas polluted conditions have extremely
high variability that cannot be adequately sampled
by use of sparse data from the hand-helds. Days 99
and 100 are examples of variable conditions encoun-
tered during these polluted conditions. The converse
is true for �, as measurements are far more accurate

Fig. 8. Comparison plots of the ratio of � for the instruments
listed on the y axis against the average ��A (490- and 500-nm center
wavelengths averaged together). Each data point represents a di-
rect comparison between the two instruments during 15-min win-
dows. The total number of comparison points is indicated beneath
each figure, along with the percentage that agreed within uncer-
tainty. (a) Simbad–SimbadA � ratio, (b) SimbadA–SIMBIOS Mic-
rotops � ratio, (c) SIMBIOS Microtops–Simbad � ratio.

Table 4. Percentage of ACE-Asia Concurrent Measurements That Fall
Within Calculated Uncertaintiesa

Wavelength
�nm�

Instrument

MTNA MTNO SMBD SMBA FRSR

410 52.5 52.5
440 89.4 87.1 90.6 92.6
500 82.0 76.6 81.9 88.6 72.6
560 94.4 94.4
615 88.7 88.7
670 86.9 78.7 81.8 82.3 76.6
870 90.2 76.6 87.6 86.9 89.8
Ang 86.5 89.4 79.9 89.5 69.9

aAbbreviations: MTNA, NASA Simbios Microtops; MTMO,
PMEL Microtops; SMBD, Simbad; SMBA, SimbadA; Ang, Ång-
ström exponent.
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in polluted conditions. Because the handhelds are not
so exposed to the elements and typically have been
calibrated more recently than the FRSR, they tend
provide a more accurate measurement of ��A and �.
Conversely, the FRSR is useful for evaluation of aero-
sol homogeneity throughout the period to be aver-
aged.

Frequency distributions of ��A and � for the entire
experiment period reveal some systematic biases.
The frequency distributions of �490–500A and �870A for
the experiment are remarkably similar despite the
different sampling strategies of the FRSRs and hand-
helds (Fig. 11). The most notable feature of the
histograms is the relatively larger frequency of mea-
surements with of ��A � 0.2 indicated by the hand-
held sunphotometers. Although a large uncertainty is
assigned to measurements when ��A � 0.2, which
complicates the interpretation of this region of air
mass phase space, uncertainty arguments are not
sufficient to explain the observed biases. Despite the
systematic underestimate of ��A by the FRSR in ex-
tremely polluted conditions, as demonstrated above,
the frequency distributions of ��A suggest that these
highly polluted conditions are observed so infre-
quently that their effect on the experiment statistics
is minimal.

In contrast to the excellent agreement in the his-
tograms of ��A, histograms of � reveal significant
biases [Fig. 11(c)]. Specifically, the frequency distri-
butions from the FRSR and the hand-held sunpho-
tometers have peaks at different values of �. This
offset cannot be attributed to the observed differences
in the frequency distributions of ��A when ��A � 0.2, as
described above, because � is typically small ��
� 0.5� in clean maritime air masses. Moreover, the
large uncertainty associated with computing � in a
clean, maritime air mass makes it impossible to dis-
tinguish between the two peaks in the frequency dis-
tribution. The � measurements agree within
uncertainty when � � 0.5. The effect of the observed
differences in the frequency distributions of ��A when
��A � 0.2 is confined to the phase space in the �
histogram where � � 0.5. Therefore the clean mari-
time air mass bias cannot explain the observed offset
in the peaks of the frequency distributions of � when
� � 0.5 [Fig. 11(c)]. In this circumstance, the histo-
grams show that the FRSR has a peak in its � fre-
quency distribution at values that are a factor of 0.3
larger than the peak for the hand-held units. In ad-
dition, there is a tail in the FRSR frequency distri-
bution when � � 1.5 that does not exist in the
frequency distributions of the hand-held units. Nota-

Fig. 9. (a) Time series of ��A for 29 March 2001 from the FRSR (blue squares), Microtops with custom algorithm (red diamonds), Simbad
(green pluses), SimbadA (blue asterisks), and Microtops without the custom algorithm (black triangles). Blue circles with vertical lines
represent typical uncertainties for these measurements: (b) as in (a) but for 9–10 April 2001; (c) as in (a) but for �; (d) as in (b) but for �.
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bly, the two frequency distributions exhibit a similar
bimodal shape, though the distribution for the hand-
held units is considerably narrower.

One reason for the differences in the frequency
distributions of � is the underlying method that is
used to compute � [Figs. 11(c) and 11(d)]. When � is
computed by the two-band method [Fig. 11(d)], the
frequency distributions of � for the FRSR and the
hand-held sunphotometers show considerably better
agreement and the widths of the two frequency dis-
tributions are similar, though the peaks in the two
distributions remain offset. There is some overlap in
the distributions surrounding the peaks that is not
present when the line-fitting method is used [i.e., the
peaks are narrower; Fig. 11(c)]. The differences ob-
served when the line-fit method is used may be gen-
erated by any or all of the following conditions: (1)
differences in the spectral resolution of the informa-
tion in the 560–680-nm range supplied by the hand-
held sunphotometers and by the FRSR, (2) one or
more poorly calibrated channels in the 560–680-nm
range, (3) technique-related biases that are observed
only in the 560–680 nm range, and (4) inability to
include the �440-nm channels in our analysis owing
to fundamental intrainstrument disagreement. This
analysis shows that the statistical distribution of �
during this experiment is different for the combined

data from the hand-held sunphotometers and the
FRSR and that these differences may arise from a
combination of factors.

To adequately describe the aerosol optical conditions
at a given time during the ACE-Asia cruise aboard the
Ronald H. Brown, or on any cruise, it is essential to
understand the absolute values of ��A and � as well as
the geometric variability for an appropriate window of
time surrounding the observation. This criterion dic-
tates that the most comprehensive characterization of
the aerosol conditions will be made when complemen-
tary measurements are made with the FRSR and
hand-held instruments. Failure to collect complemen-
tary data may result in unintended biases in the data
set, depending on the application. For example, accu-
rate aerosol optical measurements from a hand-held
sunphotometer may well represent the current condi-
tions but fail to capture the local variability in the air
mass. Conversely, continuous measurements from a
FRSR may provide an excellent survey of aerosol vari-
ability but a less-accurate measurement of ��A and �
owing to a degraded calibration. The FRSR also pro-
vides important supporting measurements in the form
of a dissection of the global irradiance into its direct-
normal and diffuse components. Clearly, a complemen-
tary measurement effort with dutiful calibration and

Fig. 10. (a) Plot of ��A at 870 nm classified by trajectory-based air mass type. The air masses are plotted according to the color codes in
Fig. 1 and with different symbols. (b) Time series of the geometric statistics of cloud-filtered ��A at 500 nm for a 1-h window near local noon.
The whisker plots show the geometric mean (center bar) and the geometric standard deviations (upper and lower bounds of box), and the
lines above and below represent the maximum and minimum observed values: (c) as in (b) but for 670 nm; (d) as in (b) but for 870 nm;
(e) � for the experiment period.
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uncertainty consideration is the most accurate ap-
proach to marine sunphotometry.

5. Discussion and Conclusions

The results presented in this study validate the
premise that all hand-held sunphotometers that em-
ploy the rigorous SIMBIOS measurement and calibra-
tion procedures17,18 produced similar measurements
aboard the R�V Ronald H. Brown during the ACE-Asia
cruise. As many conditions were encountered during
the ACE-Asia, this conclusion is likely to be valid for
most measurements at sea. Generally, the FRSR pro-
duced comparable results, although there is the poten-
tial for data-processing-related biases in high ��A

conditions. Results from this analysis have already
inspired improvements in the FRSR data processing,
and further improvement is likely.

The largest difference between the FRSR and hand-
held instruments lies in the sampling rate. The FRSR
sampling period is 2 min, whereas hand-held sampling
rates are determined by the operator and sampling is
typically much less frequent (several per hour under
the best circumstances). The sampling rate is the fun-
damental issue in the selection of the appropriate de-

vice for a given application. The current SIMBIOS
measurement protocol requires that a set of measure-
ments (9–15, depending on the instrument) be made
with properly configured instruments sequentially
within an hour of satellite overpass.17 The ACE-Asia
FRSR data suggest that this sampling strategy may
not be adequate in rapidly changing, highly polluted
conditions. Increasing the number and regularity of
hand-held sunphotometer measurements within an
hour of satellite overpass increases the likelihood that
aerosol conditions will be properly sampled. Operating
the hand-held instruments with this protocol would be
comparable in accuracy to the combination of high fre-
quency FRSR and low-frequency, but well-calibrated,
hand-held sunphotometer measurements. Such a sam-
pling strategy is feasible only because of operator lim-
itations for short periods such as a 1-h window
required for satellite comparison.

The data collected aboard the R�V Ronald H.
Brown during the ACE-Asia provided a rigid test of a
number of marine sunphotometers and techniques. A
wide range of aerosol conditions, including clean mar-
itime conditions and highly polluted coastal environ-
ments, was encountered. The results of this study

Fig. 11. Histograms of ��A and � for the R�V Ronald H. Brown cruise during the ACE-Asia. Dashed lines are histograms of the hand-held
data; solid lines, of the FRSR data. The bin width for ��A is 0.05, and the bin width for � is 0.1. (a) �490–500A (490- and 500-nm center
wavelengths averaged together), (b) �870A, (c) � computed by fitting of a line through all measurements of ��A, (d) � computed by use of only
two bands (�490–500A and �870A).
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suggest that the use of either hand-held or FRSR
marine sunphotometers to measure ��A will yield sim-
ilar results if proper measurement protocols are used
and if the instruments are properly calibrated.25

The first author dedicates his work on this manu-
script to his brother Michael J. Miller (1962–2004).
This work was funded by the DOE Atmospheric Ra-
diation Measurement (ARM) Program and by the
NASA Sensor Intercomparison and Merger for Bio-
logical Interdisciplinary Studies (SIMBIOS). This
manuscript has been authored by the Brookhaven
Science Associates, LLC under contract DE-AC02-
98CH1-886 with the U.S. Department of Energy.
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